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 
Abstract— A laser is a light source that uses for any 
kinds of medical application. Diode Laser is one laser type 
using in the medical application such as Photodynamic 
Therapy and Photodynamic inactivation. Photodynamic 
Therapy is one of non-invasive therapy using for many 
therapies such as antimicrobial therapy, rejuvenating skin 
therapy, anti-aging skin therapy, etc. This therapy is using 
a light source with specific characteristics of wavelength in 
some case are using Light-sensitive molecules. This 
research aims to determine the potential of the diode laser 
for photodynamic therapy instrument. Diode Laser with 
wavelength value 660nm is Red Laser Diode that has main 
power output 79,4 mW. The application was using 1 cm 
clearance with the 30s of time exposure. The result showed 
that for Diode Laser  (λ) 660nm using 7,8x10-2 W input 
power produce 77,78 mW output power; has operational 
temperature 53.56oC and light beam 4.2 mm2.      
 
Index Terms—Diode Laser, Light Instrumen, 
Photodynamic, Photoinactivation.  
 
I. INTRODUCTION 
aser systems can be classified as continuous wave  
(CW) lasers and pulsed lasers. Whereas most gas 
lasers and to some extent also solid-state lasers belong 
to the first group, the family of pulsed lasers mainly 
includes solid-state lasers, excimer lasers, and certain 
dye lasers[1][2]. Light is one of the important 
components in photodynamic therapy because the 
energy of photons produced by light serves to activate 
the photosensitizer molecule so that a photophysical 
process occurs as the beginning of a photodynamic 
mechanism. Light used in photodynamic therapy must 
be harmless and is visible or near IR light[3][4].  
Beginning in the late 1960s, lasers were also 
introduced to other medical disciplines. And today, 
various types of laser procedures are carried out 
throughout the world. Mostly used minimally invasive 
surgery (MIS), the new term describes a contactless and 
bloodless surgical procedure. Both of these 
characteristics support the use of lasers to become 
universal scalpels and treatment assistance. Diode Laser 
is one laser type using in medical application such as 
Photodynamic Therapy and Photodynamic inactivation. 
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Photodynamic Therapy is one of non-invasive therapy 
using for many therapy such as anti microbial therapy, 
rejuvenating skin therapy, anti aging skin therapy, etc. 
This therapy is using light source with specific 
characteristics of wavelength in some case are using 
Light-sensitive molecules. This research aims to 
determine the potential of the diode laser  for 
potodynamic therapy instrument[5][6].  
II. MATERIAL AND METHOD 
A. 660nm Diode Laser 
Diode Laser is used as Light source. The specification 
of  Laser wavelength (λ) value 660nm, power 200mW. 
B. Spectrometer 
Spectrometer is used to analyse diode laser spectrum 
and to calibrate the diode laser.  
C. Thermometer 
Thermometer is used to measured operation 
themperature of Diode laser. 
D. Research Method 
 The method used to measured the diode laser stability 
is using a laser  spectrum analyzer. Measurement of the 
operational time and output power to determine the 
stability of laser. Fig.1 is a research diagram measuring 
the stability of a laser diode[7][8]. 
 
Figure. 1 shows that the diode laser as light source and 
then analyzed using a spectrum analyzer and the data 
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Figure. 1. Research Scheme of Diode Laser 
Caracterization 
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received was displayed on the computer. After testing 
the stability and operating power of the laser then the 
measurement continued at the power measurement 
using digital powermeter, measurement of operation 
temperature using digital thermometer and the Light 
beam[9][10]. 
III. RESULT AND ANALYSIS 
A. Output Power of Diode Laser 
The characterization of laser stability was carried out 
using Laser Spectrum Analyzer. Analysis of diode laser 
operation carried out in the few stages, first stage is a 
measuring the wavelength by the output power that 
shown in Fig. 2. This data shows that the laser diode 
works in 645 nm - 665 nm wavelength range and has 
the highest value at 660 nm wavelength with an output 
power value 77.78 mW 
 
In figure. 3 showing the measurement results of  Input 
to Output Power. 
 
To control the input value of the laser, the Control 
Unit is used so that it adjusts the input voltage from the 
laser and know the difference in output values. At Fig. 3 
shows that the input value increases then the output 
value will increase too. In this situation the output value 
of 77.8 mW is chosen to see the potential of that 
value[11]. 
In figure. 4 showing the measurement results of 
stability operation. 
 
In the graph shows that the operation of laser diode 
cannot directly reach a stable value but must reach a 
certain time. The beginning of the diode laser operation 
the value dramatically rose at  84.8 mW and then 
gradually dropped at the 245 seconds of operation 
showed a stable value at 77.8 mW untill 900 
seconds[12][13].  
B. Operation Temperature of Diode Laser  
The diode laser has a working temperature depending 
on the time of irradiation. This happens due to the 
photothermal reaction from the process of irradiating 
laser light with a certain power. Characterization of 
laser working temperature is done by measuring the 
laser irradiation time operating and measured using a 
digital thermometer. The table below shows the results 
of the working temperature of the diode laser[14]. 
 
Table. 1 Diode Laser Operational Temperature 
 
Time (s) Temperature 
(oC) 
0 26.6 
5 39.6 
10 46.4 
15 49 
20 48.8 
25 50.4 
30 50.9 
35 51.1 
40 51.2 
45 51.4 
50 51.45 
55 51.6 
60 51.6 
 
The results of the working temperature graph of 
diode laser are shown in Figure. 4. 
 
Figure. 2. Characterization of Diode Laser 
 
Figure. 3. Output Power of Input Power to Output Power 
 
Figure. 4. Output Power of stability operation 
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It can be seen that the working temperature of the 
laser diode is directly linear with the time of laser 
irradiation. When the laser irradiation has longer time 
operational, the operating temperature generally rise. 
C. Light Beam of Diode Laser 
The light beam of Diode Laser will change its beam 
each distance traveled. Light beam diode lasers will 
tend to be elliptical with various divergence angles. 
 
Shown in figure 6, the first diode laser beam emission 
(emission strip) will be in the form of an ellipse with the 
largest diameter on the x-axis. Furthermore, at a 
distance (z-axis) of several microns, the diode laser 
emission strip turns into a circular shape. Then the diode 
laser beam is again in the form of an ellipse with the 
largest diameter on the y-axis after a long distance. 
Table 2 showing the result of light beam by the 
distance of laser irradiation.  
Table 2. Light Beam Area 
Distance (cm) Light Beam (mm2) 
0 0 
1 4.2 
2 4.8 
3 5.8 
4 6.4 
5 6.9 
 
D. Characterization Result 
Based on few testing stage the results shown in the  
table. 3. 
 
Table 3. Laser Characterization Result   
Testing Stage Result 
Wavelenght (λ) 660 nm 
Input  4.7 V 
Output Power 77.8 mW 
Stability Time 243 s 
Temperature 50.9 oC/30 s 
Light Beam 4.2 mm2/cm 
 
The first testing stage is to determine the stability of 
diode laser, efficiency wavelength laser operation and to 
know the output power that most suitable with 
photodynamic. The result of the first stage is shown in 
table 3 number 1-4.  
The second testing stage is to regulate the 
temperature of diode laser operation who suitable with 
the photodynamic process and do not causing damage to 
the treated tissue, it present in table 3 number 5. 
The final stage of test is to reveal the light beam area 
to calculate the cross-sectional area treated, it showed in 
the last of table 3. 
 
IV. CONCLUSION 
The results show that the potential of the laser diode 
for photodynamics can be done at a wavelength (λ) of 
660 nm because the absorption of red light to the tissue 
is deeper than the blue light, with an output power value 
of 77.8 mW the permitted operation temperature is less 
than 60 oC so it not cause the tissue infection. The 
maximum irradiation time is 30 s to prevent an increase 
in the operation temperature of the laser. The light beam 
wide is 4.2 mm2. 
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